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PCAL & MANIFOLD CRYO BAFFLE INSTALLATION
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D1200656 SLC ARM CAVITY BAFFLE

GENERAL PCAL-VIDEO CAM PERISCOPE & MANIFOLD CRYO BAFFLE

INSTALLATION INSTRUCTIONS:

1. REMOVE D961140 A-1 ADAPTER.
2. INSTALL D1200174 PCAL ASSEMBLY INTO D970380 A-7B ADAPTER

3. INSTALL D1003181 MANIFOLD CYRO BAFFLE ASSEMBLY INTO D970380 A-7B ADAPTER

ION PUMP PORT

D1200174 PCAL-VIDEO CAM PERISCOPE ASSEMBLY

D961144 A-7 ADAPTER

D1003181 MANIFOLD CRYO BAFFLE ASSEMBLY
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