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L7 R=500mm

L4 PLCX-25.4-154.5-C-532

L5 R=150mm

Mad City Labs
PZT

L6 PLCC-25.4-103.0-C-532

ALS cavity beam
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50mW

10mW

17.5mW

waist, 
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13.85mW

waist, r=250um
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TR-M1
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ALS-M15
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 PICO, to be swapped
with a manual mount

 PICO, to be swapped
with a manual mount

TR-L1

2-inch Lens

Can be replaced with 1” mirror.

Unlike EX, there’s no ALS-M19 in LHO EY.

ALS-S1
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1-inch Mirror

HWS-SOURCE
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ALS-M12

ALS-M13
ALS-M16

D1200382
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2-inch Mirror

TR-M1

TR-M2

2-inch Lens R=515mm
Though it’s installed on the periscope in H1
ISCTEY, exact placement of this lens is not

important.  In ISCTEX it’s on the table.

TR-L1


